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РАМ 728.191. 
А197 DB25F DB15F DB9F DB15F 
< CON16 CON13 `> £ CON11 > <con9p < CONG 
INT11 
EC-24-08-001-A 


‹ JOYO1 


TOYLNOS SLOWSY 


PNS code: EC-24-08-001-A 
Description: 
Cable: 10 x 0.14 mm2 shielded 


Length: 3m Drg no.: EC-24-08-001-A 


INT-11 Connector 2: JOY-01 


Connector 1: 


PNS code: EA-06-00-003-A 


PNS code: EA-06-00-003-A 


PNS code: 


EA-05-00-004-A 


Type: DB15 male 


Type: DB15 male 


Type: 


LiY CY10x0.14 shielded 


Location: Interface – rear panel 


Location: Terminal 
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INT-11 
INTERFACE 


3m 
10 x 0,14 mm 
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TERMINAL 
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